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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       18:18 18:28 18:38 18:48 18:58 19:08 19:18 19:28 19:38 19:48 19:58 20:08 20:18 20:28 20:38 20:48 20:58 21:08 21:18 21:28

Heart Rate (BPM) 75 75 75 75 75 75 74 75 75 74 75 74 75 75 74 75 74 75 75 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 35 35 35 35 35 35 35 35 35 121 35 35 35 35 35 121 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 76.9 98.2 98.2 98.2 98.2 98.2 76.9 98.2

Temp2          (oF) 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 113.1 103.1 103.1 103.1 103.1 103.1 113.1 103.1

T1 - T2          (oF) -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -36.1 -4.9 -4.9 -4.9 -4.9 -4.9 -36.1 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93
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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       21:38 21:48 21:58 22:08 22:18 22:28 22:38 22:48 22:58 23:08 23:18 23:28 23:38 23:48 23:58 0:08 0:18 0:28 0:38 0:48

Heart Rate (BPM) 75 74 75 75 75 75 74 75 74 74 75 74 75 74 75 75 74 75 75 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 121 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 76.9 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2

Temp2          (oF) 103.1 103.1 113.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1

T1 - T2          (oF) -4.9 -4.9 -36.1 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93
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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       0:58 1:08 1:18 1:28 1:38 1:48 1:58 2:08 2:18 2:28 2:38 2:48 2:58 3:08 3:18 3:28 3:38 3:48 3:58 4:08

Heart Rate (BPM) 75 74 75 75 75 74 74 75 75 74 74 74 75 74 75 75 74 75 75 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 121 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 121 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 76.9 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 76.9 98.2

Temp2          (oF) 103.1 103.1 113.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 113.1 103.1

T1 - T2          (oF) -4.9 -4.9 -36.1 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -36.1 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80



Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93
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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       4:18 4:28 4:38 4:48 4:58 5:08 5:18 5:28 5:38 5:48 5:58 6:08 6:18 6:28 6:38 6:48 6:58 7:08 7:18 7:28

Heart Rate (BPM) 75 74 75 75 75 75 74 75 74 75 75 75 75 75 75 74 75 74 75 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2

Temp2          (oF) 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1

T1 - T2          (oF) -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120



Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93
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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       7:38 7:48 7:58 8:08 8:18 8:28 8:38 8:48 8:58 9:08 9:18 9:28 9:38 9:48 9:58 10:08 10:18 10:28 10:38 10:48

Heart Rate (BPM) 75 75 74 75 74 75 75 74 75 74 74 75 74 75 75 75 75 74 75 74

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2

Temp2          (oF) 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1

T1 - T2          (oF) -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93



Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93
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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       10:58 11:08 11:18 11:28 11:38 11:48 11:58 12:08 12:18 12:28 12:38 12:48 12:58 13:08 13:18 13:28 13:38 13:48 13:58 14:08

Heart Rate (BPM) 75 75 74 75 75 75 74 74 75 75 75 75 74 75 75 75 75 74 74 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 121 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 98.2 76.9 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2

Temp2          (oF) 103.1 103.1 103.1 113.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1

T1 - T2          (oF) -4.9 -4.9 -4.9 -36.1 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80



Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93
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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       14:18 14:28 14:38 14:48 14:58 15:08 15:18 15:28 15:38 15:48 15:58 16:08 16:18 16:28 16:38 16:48 16:58 17:08 17:18 17:28

Heart Rate (BPM) 75 75 75 74 75 75 75 75 75 74 75 75 75 75 74 75 75 75 75 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 35 35 35 35 35 35 35 35 35 35 121 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 76.9 98.2 98.2 98.2 98.2 98.2 98.2

Temp2          (oF) 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 113.1 103.1 103.1 103.1 103.1 103.1 103.1

T1 - T2          (oF) -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -36.1 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120



Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93
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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       17:38 17:48 17:58 18:08 18:18 18:28 18:38 18:48 18:58 19:08 19:18 19:28 19:38 19:48 19:58 20:08 20:18 20:28 20:38 20:48

Heart Rate (BPM) 75 75 75 75 75 75 74 75 75 75 75 75 75 75 75 75 75 75 75 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2

Temp2          (oF) 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1

T1 - T2          (oF) -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9



Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Dentistry Center of Palm Beach  LifeWindow Tabular Vital Signs Report

123 Sadation Way

Boynton Beach, FL, 33426

(561) 987-6543 | info@dcpb.com Page 9   of 12

    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       20:58 21:08 21:18 21:28 21:38 21:48 21:58 22:08 22:18 22:28 22:38 22:48 22:58 23:08 23:18 23:28 23:38 23:48 23:58 0:08

Heart Rate (BPM) 75 75 75 75 75 75 75 75 74 75 75 74 75 74 75 74 74 75 75 74

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2

Temp2          (oF) 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1



T1 - T2          (oF) -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93
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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       0:18 0:28 0:39 0:49 0:59 1:09 1:19 1:29 1:39 1:49 1:59 2:09 2:19 2:29 2:39 2:49 2:59 3:09 3:19 3:29

Heart Rate (BPM) 74 74 75 75 75 75 75 75 74 75 75 75 75 74 75 74 75 75 74 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2



Temp2          (oF) 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1

T1 - T2          (oF) -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Dentistry Center of Palm Beach  LifeWindow Tabular Vital Signs Report

123 Sadation Way

Boynton Beach, FL, 33426

(561) 987-6543 | info@dcpb.com Page 11   of 12

    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       3:39 3:49 3:59 4:09 4:19 4:29 4:39 4:49 4:59 5:09 5:19 5:29 5:39 5:49 5:59 6:09 6:19 6:29 6:39 6:49

Heart Rate (BPM) 75 75 75 74 75 75 75 75 74 75 74 75 75 74 75 75 75 75 74 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104

Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75



Temp1          (oF) 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2

Temp2          (oF) 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1

T1 - T2          (oF) -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93
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    Name   : Mark Rogers   Admission date & time: 06-20-2020   @ 18:17:31   Measurement Interval in Minutes: 10

    ID #       : 82019473   Discharge  date & time: 06-22-2020   @ 09:55:31       Number of Minutes in Memory: 2379

          Time       6:59 7:09 7:19 7:29 7:39 7:49 7:59 8:09 8:19 8:29 8:39 8:49 8:59 9:09 9:19 9:29 9:39 9:49

Heart Rate (BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

SpO2             ( % ) 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96 96

Pulse          (PPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

InsO2            ( % ) 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35 35

EtCO2      (mmHg) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Ins CO2    (mmHg) 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

RespCO2   (BPM) 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38 38

Sys NIBP (mmHg) 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138 138

Dia NIBP (mmHg) 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83 83

Map NIBP(mmHg) 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104 104



Pulse NIBP(BPM) 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75 75

Temp1          (oF) 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2 98.2

Temp2          (oF) 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1 103.1

T1 - T2          (oF) -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9 -4.9

Sys IP1     (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia IP1     (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP1 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93

Sys IP2    (mmHg) 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120 120

Dia  IP2   (mmHg) 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80 80

Mean IP2 (mmHg) 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93 93


